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ABSTRACT 

The Y. T. Lee Array for Microwave Background (AMiBA) has reported the first science resuhs on the detection 
of galaxy clusters via the Sunyaev Zel'dovich effect. The science objectives required small reflectors in order 
to sample large scale structures (20') while interferometry provided modest resolutions (2'). With these con- 
straints, we designed for the best sensitivity by utilizing the maximum possible continuum bandwidth matched 
to the atmospheric window at 86-102 GHz, with dual polarizations. A novel wide-band analog correlator was 
designed that is easily expandable for more interferometer elements. MMIC technology was used throughout 
as much as possible in order to miniaturize the components and to enhance mass production. These designs 
will find application in other upcoming astronomy projects. AMiBA is now in operations since 2006, and we 
are in the process to expand the array from 7 to 13 elements. 

Subject headings: interferometry; millimeter-wave heterodyne receiver; interferometer; instrumentation; lag- 
correlator; cosmology 



1. INTRODUCTION 



AMiBA (iLo et al.ll2002l iHo et al.ll2009h is a sensitive inter- 
ferometer operating at 3 mm wavelength to study the spatial 
structure of the Cosmic Microwave Background (CMB). The 
goal is to complement the existing and planned projects in 
cosmolo gy, such as the Degree Angular Scale Interferometer 
(DASI) (iHalverson et al.ll2002t), the Cosmic Background Im- 
ager (CBI) (Padin et al. 2002), and the Wilkinson Microwave 
Anisotropy Probe (WMAP) (Benn ett et ani2003h . In particu- 
lar, AMiBA is imaging clusters via the Sunyaev-Z eTdovich 
effect (SZE) ( Sunv aev and ZeFdovich] [19701 [T972i) for the 



first time at 3 mm wavelength. Our instrumentation is realized 
due to the maturity of low-noise, wide-bandwidth microwave 
components in the W band ( 75 - 1 10 GHz), a s demonstrated 
by Erickson et al. ( 1999) and lPospieszalski e t al. (2000). The 
choice of instrument has been fostered by our technical exper- 
tise and interest that grew out of t he previous collaboration o n 
the Submillimeter Array project dHo. Moran. and L"o1|2004|) . 

Radio interferometry is inherently a signal-differencing in- 
strument. It has the advantage in stability and the inherent 
spatial filtering function, which are suitable for observing 
CMB and SZ targets with very low systematic error It has 
the capability to reject common mode noise usually present 
in a multi-element array detector system, and to reach intrin- 
sically fainter sensitivities. These technical characteristics at- 
tract a nu mber of cosmology projec ts utilizing interferometry 
technique (ICarlstrom. Holder, and Reese ,2002) . AMiBA fol- 
lows the lead of these earlier projects but we exploit the 3 mm 
band. 

The performance of heterodyne receivers in noise temper- 
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ature is already near its theoretical limit at 3 mm. To further 
improve sensitivity, we have to increase the number of the 
antennas and/or broaden the instantaneous bandwidth of ob- 
servation. Thus, we opted to build a scalable system with as 
broad a bandwidth as possible. We had specified an IF of 
2-18 GHz based on commercial availability. A larger band- 
width would have been much more expensive in construction 
cost. We matched this IF window to the atmospheric window 
at 86- 102GHz. 

The A MiBA sci e nce go als and design philosophy are pre- 
sented in 'H o et aP (l2009h . The telescope and its o perational 

f-formance are described in Koch et al. (2009). iLin et alj 
)Q9|) gives further details on the observational perfor- 
mance of AMiBA. The early science results, carried out with 
the 7 X 0.6 meter ant ennas, have been reported in a series 
of companion pape rs (iNishioka et al.ll2009L IWu et al J 120091: 
lUmetsu et alj|2009l) . The Array was dedicated with its com- 
pact 7-element configuration in 2006, and the instrument has 
been constantly operating ever since. We are now replacing 
the reflectors with their 1.2-meter counterparts. We are also 
expanding the array from 7 to 13 elements. The following 
section gives an overview on the components of the AMiBA 
instrumentation. 

2. INSTRUMENTATION 

We designed, tested, and protot yped our comp o nents to 
optim ize broadband sensitivity ( Chen et al.l 120021: iLi et alj 
|2004|) . The current instrument specifications are listed in Ta- 
ble [U and Figure [T] shows the block diagram of the overall 
system. We describe below the various features which opti- 
mized AMiBA sensitivity, and which can be further enhanced 
in the future for other applications. 

Receiver Optics. The receiver optics is composed of a 
Cassegrain reflector coupled to a corrugated scalar feed. The 
feed has a semi-flare angle of 14 degrees to ensure an ap proxi- 
mate c onstant beam width over the receiver band (Padi n et alJ 
I2002h (IClarricoatsand 01verlf l984l). B ased on a quasi-optics 
method described in iGoldsmithTJllll), the feed is designed 
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to illuminate the reflector with an edge taper of 10.5 dB. The 
beam waist produced from this feed is located at the vertex 
of the Cassegrain dish. The advantage for such arrangement 
is that we can outfit the receiver with reflectors of different 
apertures. For the physical layout, this feed-horn is similar 
in design to th ose used in the Sub-Millimeter Array receivers 
( IZhangiri993h for achieving wide -band single mode opera- 
tion, and wide-band, low return loss simultaneously. 

The antenna is a small-size, Cassegrain reflector made of 
Carbon-Fiber-Reinforced-Plastic (CFRP). We have two sizes 
of reflectors, 0.6 meter and 1 .2 meter, for different scientific 
targets. Having several antennae in a close-packed configura- 
tion on the platform can cause cross-talk problems. Thus, our 
reflectors have baffles attached with a height of about 30% of 
the diameter in order to suppress crosstalk and ground pickup. 
The edges of the baffles are slightly rolled in order to suppress 
diffraction effects. The design and fabrication of these reflec- 
tors in Taiwan established a team which has gone on to pro- 
duce nutating subreflectors for the Altacama Large Millime- 
ter/sub millimeter Array (ALMA) project under construction 
in Chile. 

The reflector's surface is coated with aluminum. Aiming at 
minimizing a possible emission from the underlying material 
and maximizing the reflection of the incoming signal, an alu- 
minum layer attenuation of less than 1 % is targeted. A 5 times 
skin depth leads to a e~^=0.61% attenuation, which translates 
into about a 1.4 /im coating layer at the relevant frequency. 
By asking for at least 2.8 /im coating we are ensuring a very 
low attenuation. 

After assembled, the geometry of the primary and the sec- 
ondary reflector is verified directly on a Zeiss Prismo 10 
metrology machine. For the sizes of the AMiBA reflector, the 
measuring accuracy is better than 5 /im. We have specified a 
surface accuracy of 50 /im RMS to ensure a gain efficiency of 
at least 95%. The subreflector positioning requirements are 
based on the Ruze formulae (Ruze 1966). An axial and lat- 
eral secondary defocus of 0.1 A and 0.45 A, respectively, keep 
the gain loss at less than 1%. (w 3 mm at 90 GHz.) Similarly, 
a feed horn positioning within 1 A gives a 99% gain. 

Dual Polarization Front-end. The receiver front-end con- 
tains the scalar feed followed by a noise coupler, a phase 
shifter and an orthomode transducer (OMT) for p olarization 
separation (IWoUack. Grammer. and Kingsley 112002,) . A short 
section of 90-degree phase shifter is connected to the OMT to 
perform linear-to-circular polarization transformation. Cur- 
rently this phase shifter is replaced with a simple waveguide 
transition, thus we are observing in linear polarization detec- 
tions. These OMTs show typical insertion losses of less than 
0.2 dB, return loss around 20 dB, and more than 40 dB isola- 
tion over the 75 - 1 10 GHz band. Similar OMTs have been 
used in the WMAP and ALMA (Claude et al. 2005). The 
availability of dual polarizations increases our sensitivity by 
a factor of \/2, and will enable studies of polarization in the 
future. 

After the OMT, each polarized signal then passes through 
its own chain of amplifiers, isolators, and a high-pass filter 
before reaching a sub-harmonic mixer Two cascade am- 
plifier modules and two wideband WR-10 cryogenic iso- 
lators form the RF amplifier chain. Each amplifier mod- 
ule contains a four-stage, InP high electron mobility transis- 
tor (HEMT), which is fabricated as a monolithic millimeter- 
wave integrated circuit (MMIC) dWeinreb et alj |1999). Mea- 
sured at 20 K cryogenic temperature, its noise temperature 



is typically 40-50K, with associated gain higher than 22 dB 
over 80- 105 GHz. The same LNA chip has been used 
in several other astronomical experiments; e.g. the Cos- 
mic Anisotropy Polarization Mapper (CAPMAP) of Princeton 
University, the Sunyaev-Zeldovich Array (SZA) of the Uni- 
versity of Chicag o, and the SEQUOI A from the University of 
Massachusetts ( Erickson et al.|[l999h . 

The filter before th e mixer is design ed with the cutoff fre- 
quency at 84.5 GHz (iLiu et al.ll2003h . It enables an upper- 
sideba nd conversion for the following mixer. Developed in- 
house (i Hwang et al.l 2002a, b), a sub-harmonically-pumped 
(SHP) diode mixer module mixes the 86-102 GHz RF signal 
with the 42 GHz LO and generates an IF of 2- 18 GHz. This 
mixer has achieved a flat response in the conversion loss of 
around 12 dB at an optimal LO power level of 7 dBm. The 
development of MMIC technology in Taiwan enhances the 
potential to mass produce large format array detectors. This 
can drive the future of multi-pixel heterodyne interferometry. 
The HEMT technology is also being developed for ALMA 
Band 1 receivers. 

While the entire front-end is enclosed in a vacuum chamber, 
only the components prior to the high-pass filter are cooled by 
the CTI-22 coldhead. This is to minimize the thermal loading 
on the coldhead, and to achieve a relatively simple mechan- 
ical design for the cryogenic environment. We used a z-cut 
quartz with anti -reflection coating as the vacuum window^. 
This coated quartz window comes in with 3 mm thickness, 
and 35 mm in diameter Its power transmission in the band 
of our interest has been measured using a vector networ k 
analyzer With a time-gating technique ("E diss et al] l2000h . 
the signal transmission is measured to be better than 97% in 
80-105 GHz. 

After down-conversion by the SHP, the IF signals are sent 
out of the cryostat and fed into the IF/LO module for further 
signal amplification. LO phase switching is accomplished by 
using a pair of PIN switches and delay lines. This created 
an unexpected power variation for mixer LO drive. Although 
small, the subsequent IF levels become imbalanced and pro- 
duce a systematic DC offset from the correlator output. The 
LO is intentionally adjusted to over-pump the mixer to reduce 
this effect. The development of broadband LNA and SHP are 
key to reducing component costs, miniaturization, and lower- 
ing the weight of the receiver packages. Figure |2] show the 
AMiBA front-end with the vacuum jacket removed. 

Signal Distribution and Correlation 

The instantaneous bandwidth of 16 GHz in IF presents a 
major technical difficulty for the signal processing after the 
receiver front-end. It is a great technical challenge to effec- 
tively distribute these multi-octave signals through an inter- 
connected network. Physically, each of the IF signal paths is 
designed with two 4-way power dividers in cascade and a total 
of 13-meter, semi-rigid coaxial cable between the SHP mixer 
and the correlator. To compensate for the signal transmission 
loss and the incurred bandwidth slope, the signal distribution 
network encompasses a series of power amplifications, power 
dividing, filtering, and slope correction. Active temperature 
compensation mechanisms are built into all the enclosed elec- 
tronic modules. In all, although there is more than 150 dB 
active power gain in a single path, the IF network only pro- 
vides a net gain of 36 dB, with a noise figure of about 10 dB 
between the SHP mixer and the correlator 

Following on the development in broadband, lag-correlator 

^ The windows are manufactured by QMC Instrument Ltd. 
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by iHarris and Zmuidzinas I (1200 Ih . we designed and built a 
4-lag, analog correlator to achieve the unprecedented corre- 
lation bandwidth. The correlator module with four different 
delays yields complex visibility data in 2 bands. Each lag 
spacing is 25 pico-seconds to sample signals up to 20 GHz 
of bandwidth. The decision on the number of the lags was 
another compromise between the cost and the performance. 
A doubly balanced diode mixer is chosen as the correlation 
multipliers to cope with broadband correlation. The passive 
multipliers avoid problems of 1/f noise, and the circuitry com- 
plications associated with active multipliers. The issue of high 
input impedance associated with non-biased mixer is miti- 
gated with the low barrier diodes chosen for the multiplier 
design. The diode mixers are usually broadband devices. It 
is the matching circuitry between the diodes and the input IF 
signals that dominates the effective bandwidth of the AMiBA 
correlator. 

The correlated outputs are amplified and then digitized 
by custom-designed readout ICs. Inside the readout IC, 
voltage-control oscillators (VCOs) implement the voltage to 
frequency conversion at 8 MHz, and the following up/down 
counters integrate the clock signal for a short period of 
time. Each of the IF signal is phased-switched at the down- 
conversion following an exclusive set of Walsh time se- 
quences. After the signal correlation, the demodulation sig- 
nal is applied to the up/down counter The combination of the 
phase switching and the demodulation process can reject any 
false signals that do not have the corresponding signature as 
the demodulation signal. 

3. SYSTEM PERFORMANCE 

The receiver pass-band typically has considerable larger 
gain toward high frequency. This is mainly from the gain pro- 
file of the first slope equalizers in the IF chain, and it actually 
compensates for the gain slope caused by the long cables in 
the distribution network. Figure [3] shows the output spectra 
on some selected AMiBA receivers. The receiver noise tem- 
perature is measured using a conventional Y-factor method 
at room temperature with liquid-nitrogen-bath absorber as a 
cold load. Measured after the first IF amplifier, all the re- 
ceivers show consistent noise performance with values rang- 
ing in 55 - 75 K, and with slight degradation near the high 
end of the band. Figure |4] plots the noise temperatures over 
the RF band on two of the selected AMiBA receivers. The 
LNA typically contributes about 50 K in the overall receiver 
noise temperature. The rest of the noise contribution is from 
the passive waveguide losses in front of the first LNA. This 
non-trivial noise contribution is a compromise from our in- 
tention for calibration and for detecting circular polarizations. 

The inputs to the AMiBA correlators is dominantly the un- 
corrected noises from the front-ends amplified by the system 
gain before the correlators. The internal noise of the AMiBA 
correlators is small compared with these inputs and can be 
ignored in the system performance consideration. The cross- 
correlation of these noises in each baseline produces the low 
frequency fluctuations at the correlator outputs and limits the 
correlator sensitivity. On the other hand, when there is a com- 
mon signal present in the baseline, the correlator produces a 
correlated signal at 700 Hz, which is the phase modulation 
rate. The ratio of the root-mean-squared amplitudes of this 
700 Hz signal over the low-frequency fluctuations is defined 
as the signal-to-noise ratio (SNR) for our detection system. 
Our effort is to tune the system to achieve the best SNR with 
reliable performance. 



A group of randomly selected correlator modules are tested 
in the laboratory to determine the optimal input powers to the 
correlator for the best output SNR. The test is to measure the 
correlator's output SNR versus input power applied to the cor- 
relator. To simulate the observation, the input for the test 
consisted of a large uncorrelated noises mixed with a small 
common signal. The input SNR is kept at a nominal value of 
-20 dB throughout the test. All the correlators tested show 
very similar characteristics. One set of the test results are de- 
picted in Figure |5] Within the tested power range, the output 
SNR has a relatively steep minimum around 0.2 mW, and then 
increases and approaches a saturated value at the high input 
beyond 2 mW. The increase in the output SNR at high driv- 
ing power is mostly due to the increase in the output signal 
level, while the RMS level of the low-frequency fluctuations 
stays almost the same beyond 0.5 mW. We have concluded 
that the AMiBA correlator modules deliver better output SNR 
with high level of uncorrelated driving power In a following 
test, we measured the signal output linearity particularly at 
high driving power. As depicted in Figure |6l the output signal 
level remains in very good linearity with the balanced input 
signal, while the correlator is driven by high noise power at 
1 mW. These results suggest that we should set up a high-gain 
power system before the correlators. 

In reality, it is very difficult to maintain balanced inputs 
to the correlators, especially in a wide band system (Padin] 
Il994l) . One must consider the imbalance of the IF power lev- 
els due to the LO switching and the different gains of the sig- 
nal path. More seriou sly, there is the passband mismatc h be- 
tween the IF signals (Thomps on and D'Addario Ill982h . We 
have measured the correlator's output SNR versus the imbal- 
anced input power levels. In these measurements, the input 
SNR is still fixed at -20 dB, while the pair of inputs to the 
correlator differ in power by 3 dB, or by a factor of 2, with the 
power ranging from -6 dBm to 3 dBm. The output SNR from 
these measurements degrades from its nominal value with bal- 
anced power inputs; however, the reduction in SNR remains 
in an acceptable level of 10- 15%. 

By observing Jupiter, we have verified that better SNR 
could be achieved with high input power level into the cor- 
relators. The IF power imbalances are carefully controlled 
with the power alignment in each receiver channel, with the 
active temperature stabilization in the electronics, and with 
the adjustment of the variable gain amplifiers in the IF signal 
paths. The power imbalances in our system are controlled to 
be within 1 .5 dB during a typical observation. Thus, practi- 
cally, we have set the input power levels to the correlators at 
a nominally 0.5 mW, or -3 dBm. 

Because of the wide bandwidth and non-monotonic re- 
sponses of microwave components, it is necessary to calibrate 
the pass-band properties for each baseline. This information 
is also essential for lag-to-visibility transformation. The cor- 
relator pass-band is recovered by spatially sweeping a broad- 
band noise source across a pair of the receivers. The cross- 
correlation output is measured against the relative time delay 
between the receivers, and is Fourier-transformed to yield the 
spectral response of the passband. Dominated by the broad- 
band matching circuit, the spectral structure typically shows 
a major gain dip in 6- 12 GHz. At some extreme frequen- 
cies, the gains are off the peak value by more than 10 dB. The 
large fluctuations in the correlator passbands result in a nar- 
rower effective band width. Fur ther details in this part of work 
will be addressed in iLin et alj (2009). A correlator module 
with a flat spectral response across the IF band would yield a 
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wider effective bandwidth, and thus increase the AMiBA in- 
strument sensitivity. Alternatively, increasing the number of 
the lags would have had a similar benefit to our system. 

4. CONCLUSION 

In pursuing high sensitivity and low systematics, we have 
built a radio interferometer to observe the CMB and the SZE 
at 3 mm wavelength. The number of elements and the instan- 
taneous bandwidth are the two critical parameters influencing 
the system performance of AMiBA. The sensitivity of the in- 
terferometer is roughly proportional to the number of array el- 
ements. The MMIC technology addresses component minia- 
turization, production capability, performance uniformity, and 
the state-of-the-art sensitivity. Its rapid progress in millime- 
ter wavelength has already provided realistic ways to build 
compact receivers with mass production capacity, such as i n 
the Q/U Imaging Experiment (QUIET) (ISamtlebenll2008l) . 
The advantage of MMIC would benefit especially large-scale 
projects, such as the ALMA Band-1 and Band-2, as well as 
the Square Kilometer Array. 

Large instantaneous bandwidth increases the sensitivity 
with its square-root of the increment. For continuum sensi- 
tivity, the lag-correlator has the advantage, among other cor- 
relation techniques, to achieve very wide bandwidth opera- 
tion. The major challenge is in the availability of broadband 
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devices and circuitries to handle multi-octave signals. 

At millimeter wavelengths, heterodyne detection with a 
broad correlation bandwidth as in AMiBA would be com- 
petitive with bolometric techniques in terms of system noise 
and sensitivity. In addition to cosmology, a broadband, lag- 
correlators, with only coarse to moderate spectral resolution, 
may be suitable for red-shift surveys of extra-galactic objects 
at submillimeter wavelengths, or in the tera-hertz regime. By 
increasing the number of lags, it may also be practical for 
Galactic observations. 

This is an overview on the detection system for the 7- 
element AMiBA array. The system has been under routine 
operation during the past two years at the site in the Mauna 
Loa Observatory, Hawaii. We are in the process to expand 
this array to 13 elements with L2-meter reflectors. 
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Components 



Specifications 



Cassegrain Reflector, 172.0 
Receiver Front-end 



RF 

Receiver Noise Temperature 

Down-conversion 

LO Frequency 

LO Source 

IF 

Correlator 



0.6-meter and 1 .2-meter Interchangeable 

MMIC HEMT LNA 

Dual-polarization 

Cooled to 15 K 

86- 102 GHz 

65 ± 10 K 

Sub-harmonic mixer 

42 GHz with phase-switching 

Dielectric Resonator Oscillator at 21 GHz 

2-18 GHz 

Variable Gain Control 

Analog correlation 

4 lags 

Diode multiplier 
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IF/LD 

Fig. 1 . — System block diagram for the AMiBA receiver 



and correlator configuration. 




Fig. 2. — AMiBA receiver with vacuum jacket removed. 
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IF Power spectra of the AMiBA receivers No. 3 and No. 4. 
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Fig. 4. — Receiver noise temperatures over the AMiBA RF band on two selected receivers; No. 3 and N0.4. The markers represent the data points. 
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Fig. 5. — A typical output signal-to-noise ratio of the AMiBA con'elator versus balanced input power This measurement is for determining the nominal input 
power level to endure an optimal correlator operation. 
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Fig. 6. — AMiBA correlator linearity test. While driven by large, uncorrelated noise at 1 mW, the correlator outputs linearly with its input correlated signals. 
The Une represents the best linear fit through the data points. 



